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1.  

Must have a minimum sample volume of at least 12 L.

 

Must have a minimum sample volume of at least 40 L.

 

 

2.  

Must Include a low volume disposable sizing Cell Kit (minimum sample 
volume as low as 3uL). 

 

Must Include a low volume disposable sizing Cell Kit (minimum sample 
volume as low as 5uL). 

 

 

3.  

Minimum sample volume must be as low at least 20 L. 

 

Minimum sample volume must be as low at least 200 L. 


